Ibuprofen — USP method

Instrument: Hitachi Transgenomic HPLC system

USP column specified: 250 x 4.6mm L1
Column used: 250 x 4.6mm L LJ INLAS S5pm C18(2)

Part No.:00G-4252-E0

System Suitability Requirement
Resolution = 2.5

Column Performance:
Efficiency(M) = 20975 plates/column
USP Tailing Factor = 1.07
Resolution = 8.08

Standard prep: Ibuprofen 12mg/mL and valerophenone 0.35mg/mL in mobile phase
Mobile phase: Acetonitrile / Water (600:400) with 20mM Chloroacetic acid, pH3.0
Flow rate: 2.0 mL/min
Detection: UV @ 254nm
Injection: 5 pL
Sample: 1. [buprofen
2. Valerophenone

Reference:

1. http://www.usp.org/sites/default/files/usp_pdf/EN/USPNF/errata467lbuprofen.pdf
2. http://www.phenomenex.com/Application/Detail /18202


http://www.spectralabsci.com/Products/Default.aspx?productId=2000&categoryId=48&productTitle=Hitachi-Transgenomic-HPLC-System

